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Laboratory Quality Control Results

J AOAC 2015 V98-6 Batch 1D:2208424
Sample Duplicate Sample ID: 22-011796-0001
Analyte Result Org. Result LOQ  Units RPD Limits Evaluation Notes
CBDVA 0.077 % NA < 20 Acceptable
CBDV 0.548 0.418 0.077 % 5.67<20 Acceptable
CBE 3.87 3}66 0.077 % 5.66 <20 Acceptable
CBDA 0.077 % NA < 20 Acceptable
LCRGA. 0.077 9 AL 20 bl
CBG 1.871{750.077 % 6.75< 20 Acceptable
CBD 54.855.7 0.077 % 1.63<20 Acceptable
THCV 0.077 % NA < 20 Acceptable
d8THCV 0.077 % NA < 20 Acceptable
THCVA 0.077 % NA < 20 Acceptable
CBN 2.592{440.077 % 5.98<20 Acceptable
exo-THC 0.077 % NA < 20 Acceptable
d9THC 0.077 % NA < 20 Acceptable
d8THC 0.077 % NA < 20 Acceptable
LBl A 0 N U ACCePLdbIE
d10THC 0.077 % NA < 20 Acceptable
B 349-31316:67 tr 5-26<26 A
THCA 0.077 % NA < 20 Acceptable
CBCA 0.077 % NA < 20 Acceptable
CBLA 0.077 % NA < 20 Acceptable
CRT 69261400077 9 785¢20 Acceptable

ND -Npne Detected at or above MRL
RO AT OTRED ot o o ONgp|

D -Relative Percent Difference
LOQ -Limit of Quantitation

Units of Measure:
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Explanation of QC Flag Comments:

Code Explanation

Q Matrix interferences affecting spike or surrogate recoveries.

Ql—|Quality control result biased high. Only non-detect samples reported.
|02 Quality control outside QC limits. Data considered estimate.

Q3 Sample concentration greater than four times the amount spiked.

Q4 Non-homogenous sample matrix, affecting RPD result and/or % recoveries.

Q5 Spike results above calibration curve.

Q6 Quality control outside QC limits. Data acceptable based on remaining QC.

R Relative percent difference (RPD) outside control limit.

R1 RPD non-calculable, as sample or duplicate results are less than five times the LOQ.

R2 Sample replicates RPD non-calculable, as only one replicate is within the analytical range.

LOQ1 Quantitation level raised due to low sample volume and/or dilution.

LOQ2 Quantitaion level raised due to matrix interference.

B Analyte detected in method blank, but not in associated samples.

B1 The sample concentration is greater than 5 times the blank concentration.

B2 The sample concentration is less than 5 times the blank concentration.
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